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SUMMARY 

A study was completed which showed the feasibil i ty of determining 
the in vivo dynamic material properties of  the spinal cord i n  mongrel 
dogs. I n  the ini t ia l  phase, sinusoidal pressure waves were induced on 
a fluid-filled thin-walled penrose surgical drainage tube and the wave 
front was monitored by two micropressure transducers. The wave speed 
obtained from these measurements was inserted into the Moens-Korteweg 
relation t o  determine the Young's modulus f o r  the penrose tubing. The 
value obtained f o r  the modulus was in excellent agreement with values 
cited in the literature. In  the second phase, a portion of the spinal 
cord of three dogs was exposed by a laminectomy and then the cord sub- 
jected t o  an identical wave propagation method of procedure as deter- 
mined in the ini t ia l  phase. I t  was importan t o  block the spinal cord 
jerk reflex by a local anesthetic, Xylocainb, distal t o  the tes t  sec- 
tion of the cord before the s t a r t  of the experiment. 
tools, electro-mechanical equipment and accessories, and the method of 
procedure required for the successful determination of some of the in 
vivo dynamic material properties o f  the spinal cord of dogs was estab- 
lished. 

Thus, the surgical 
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1. Pressure waves in water filled thin-walled latex rubber 
tube. a) input signal; b) signal from the first trans- 
ducer; c) signal from the second transducer. Distance 
between the transducers = 5 cm. Frequency = 100 Hz. 

2 .  Pressure waves in water filled thin-walled latex rubber 
tube. a) input signal; b) signal from the first trans- 
ducer; c) signal from the second transducer. Distance 
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3. Pressure waves in thin-walled latex rubber tube contain- 
ing gelatin. a) input signal; b) signal from the first 
transducer; c) signal from the second transducer. D i s -  
tance between the transducers = 10 cm. Frequency = 100 
Hz . 

4 .  Surgically exposed part of the spinal cord of a dog. 

5. Pressure transducers and the vibrator probe shown along 
with the exposed spinal cord. 

6 .  Pressure waves in the spinal cord of a dog. a) input 
signal; b) signal from the first transducer; c) signal 
from the second transducer. Distance between the trans- 
ducers = approximately 2.5 cm. Frequency = 100 Hz. 

7. Pressure waves in the spinal cord of a dog. a) input 
signal; b) signal from the first transducer; c) signal 
from the second transducer. Distance between the trans- 
ducers = approximately 2.5 cm. Frequency = 100 Hz. 

8. Single wave transmitted in water filled thin-walled latex 
rubber tube. a) input signal; b) signal from the first 
transducer; c) signal from the second transducer. Dis- 
tance between the transducers = 5 cm. 
Hz. 

Frequency = 100 
Calculated wave speed = 10 m/sec. 

9. Three wave burst transmitted in water filled thin-walled 
latex rubber tube. a) input signal; b) signal from the 
first transducer; c) signal from the second transducer. 
Distance between the transducers = 5 cm. 
100 Hz. 
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INTRODUCTION 

Spinal cord injuries, particularly those which result in para- 
plegia and quadriplegia, present an economic problem of staggering mag- 
nitude. The chief cause of these injuries are automobile, industrial 
and sports accidents. 
contributor for these traumatic injuries. 

In addition, war casualties are also S major 

The greatest deficit in physiopathological studies is the lack 
of investigations linking the mechanics of the input trauma to the se- 
quence of physiopathologic responses. 
material properties of the vertebrae and discs has been supported by 
such Federal agencies as the Departments of Defense and Transportation 
as well as the National Institutes of Health. However, the dynamic, 
in vivo material properties of the spinal cord itself is practically 
nonexistent. Without this class of data, the physiopathologic under- 
standing would at best be qualitative and thus incomplete. The pur- 
pose of the present report is to detail a feasibility study towards 
filling this gap in our quantitative knowledge and understanding of the 
response of the spinal cord under dynamic loads. Since the central 
nervous system (CNS), consisting of the cortex, brainstem, spinal cord 
and cauda equina, is a closed, integral functional unit, the material 
properties determined from the dura-invested brain tissue at the spinal 
cord level should also shed much light on the material behavior for the 
rest of the CNS. 

A fairly large effort on the 

BRIEF REVIEW OF PREVIOUS WORK 

Extensive investigations have been reported on wave propagation 
characteristics on fluid filled elasticlviscoelastic tubes mainly as 
a model for blood flow in the circulatory system. Some typical publi- 
cations are those of Womersley (1957), Atabek (1968) and Maxwell and 
Anliker (1968). The theory of wave propagation has also been success- 
fully applied in in vivo experimental analysis of the behavior of the 
blood vessels in dogs and a detailed review is found in Anliker (1972). 

The dura mater has been tested in vitro. McElhaney et a1.(1972) 
reported a mean Young's modulus of approximately 6000 psi under quasi- 
static conditions and 8800 psi at a strain rate of 6.66 sec-'. 
viscoelastic description of the brain material, which is also contained 
in the spinal cord, has been achieved through in vitro testing. The 
two quantities of interest are the complex bulk modulus and the complex 
shear modulus. There is general consensus, see McElhaney et al. (1972), 
that the bulk modulus is about 300,000 psi and independent of frequency; 
i.e., the brain has an elastic response to hydrostatic loading. 
Fallenstein et al. (1969) subjected rectangular specimens of brain to 
a sinusoidally varying shear stress and measured the resulting strain. 
They obtained a real part in the range of 0.09 to 0.16 psi and a loss 
tangent (the ratio of the imaginary to the real part) from 0.40 to 0.55 
in the frequency range of  9-10 112. Shuck and Advani (1972) imposed a 
uniform steady state angular displacement on one base of a brain-filled 
cylinder and measured the torque magnitude and phase transmitted through 
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t h e  cyl inder , .  
computation o f  t h e  imaginary and real  p a r t s  of t h e  complex shea r  modulus 
t o  be c a l c u l a t e d .  
H z .  The va lues  r epor t ed  by Shuck and Advani (1972) d i f f e r e d  from 
F a l l e n s t e i n  e t  a l .  (1969) by an o rde r  of  magnitude. I t  i s  f a i r l y  easy  
t o  show t h a t  f o r  an impact of  s eve ra l  mi l l i s econds  du ra t ion ,  i t  i s  ne- 
ces sa ry  t o  know t h e  shea r  modulus func t ion  over t h e  frequency range o f  

The t h e o r e t i c a l  a n a l y s i s  of t h e  experiment allowed t h e  

The t e s t  was conducted a t  a frequency range of 1-350 

0-2200 H z .  

While t h e  i n  v i t r o  work c i t e d  above i s  important and necessary ,  
one cannot i n f e r  t h a t  t h e i r  combination must i p s 0  f a c t o  be  t he i r  i n  v ivo  
behavior .  Three f a c t o r s  can c o n t r i b u t e  t o  t h e  discrepancy:  ( i )  The 
s p i n a l  cord i s  a x i a l l y  t e t h e r e d ,  s ee  Breig (1960); ( i i )  The b r a i n  mat- 
t e r  
sue 
f o r  

and t h e  du ra  mater are both  v i s c o e l a s t i c ;  and, ( i i i )  The s o f t  tis- 
p r e s s u r e  on t h e  s p i n a l  cord from i t s  surroundings.  Thus, t h e  need 
i n  v ivo  experiments i s  c l e a r l y  obvious.  

THEORETICAL BACKGROUND OF THE PRESENT STUDY 

With t h e  va lues  obta ined  from t h e  i n  v i t r o  experiments mentioned 
above, t h e  s p i n a l  cord can be considered a s  a th in-wal led  e las t ic  mem- 
braneous tube  f i l l e d  wi th  a viscous incompressible  f l u i d .  The Wall of 
t h e  dura  mater i s  assumed t o  have i s o t r o p i c ,  homogeneous and v i scoe la s -  
t i c  p r o p e r t i e s .  Classical wave propagat ion theo ry  and experiment have 
been app l i ed  t o  determine i t s  ma te r i a l  p r o p e r t i e s  - as has  been shown 
by Anl iker  (1972). Three types  of  waves a r e  p re sen t  when such a sys-  
tem i s  d i s t u r b e d  as given below: 

c P = (Eh/2pfa)', 

where E i s  t h e  Young's modulus i n  t h e  c i r cumfe ren t i a l  d i r e c t i o n  of t h e  
ves se l  wall ,  h i s  t h e  wall t h i ckness  of  t h e  v e s s e l ,  
of  t h e  f l u i d  and a i s  t h e  r a d i u s  of  t h e  tube .  

i s  t h e  d e n s i t y  p f  

c a = [E/pS(l-v2)]', 

where p i s  t h e  d e n s i t y  o f  t h e  wall and v, i t s  Po i s son ' s  r a t i o .  
S 

where G i s  t h e  shea r  modulus of  t h e  wa l l .  These waves are r e f e r r e d  t o  
as t h e  p re s su re ,  a x i a l  and t o r s i o n a l  waves according t o  t h e i r  predomi- 
nant  phys ica l  c h a r a c t e r i s t i c s .  
a s t rong  i n t e r a c t i o n  between t h e  f l u i d  contained wi th in  t h e  tube  and t h e  
tube  wall whereas the  a x i a l  and t o r s i o n a l  waves e x h i b i t  very  l i t t l e  
fluid-membrane i n t e r a c t i o n .  I t  has been shown by Anliker  (1972) t h a t  
it i s  p o s s i b l e  t o  induce small  t r a n s i e n t  s i g n a l s  i n  which one of t h e  
t h r e e  waves i s  dominant and measures i t s  phase v e l o c i t y ,  d i s p e r s i o n  

The p res su re  waves a r e  cha rac t e r i zed  by 
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and attenuation properties as a function of the applied frequencies. 
By selecting transient signals in the form of a finite train of sine 
waves, the need f o r  Fourier transform computation is eliminated if the 
wall medium is mildly dispersive, i.e., the phase velocity is changed 
by a few percent when the frequency is changed by 10%. 
Fourier spectrum of the input signal is dominated in proportion to the 
length of the train at the input frequency, the speed of the transient 
signal is a good approximation to the phase velocity at the given fre- 
quency. 

Since the 

The wave transmission characteristics described above have been 
extensively studied on fluid-filled latex rubber tubes by Klip et al. 
(1967). 
to physiological conditions in vivo. In physiological systems like blood 
vessels and the spinal cord, we would expect a wave velocity of the order 
of 5.0 to 10.0 m/sec and at a frequency of  1 Hz, the wave length will 
be of the order of 5.0 to 10.0 m which implies that within the period 
of  each pulse, we can expect multiple reflections and distortions of tHe 
wave shape. These reflections make the determination of the phase velo- 
cities and attenuation a much more complicated task. Moreover, Maxwell 
and Anliker (1968) have shown that in blood vessels, pressure waves of  
high frequency and small amplitudes are dissipated primarily by the 
viscoelastic behavior of the wall. In the light of the above considera- 
tions, it is thus, preferable to perform the wave propagation studies 
in vivo at high frequencies in the order of 100 Hz. than at the lower 
frequencies. 
tic membraneous tapered tube containing an inviscid and incompressible 
fluid is also justified if limited to high frequencies. Additionally, 
the material properties for the high strain rates encountered in trauma, 
correspond to precisely its high frequency response. 

But, careful consideration must be given in applying the theory 

The assumption that the spinal cord consists of a viscoelas- 

FEASIBILITY STUDY 

A feasibility study was completed duging the period o f  November, 
1973 through June, 1974, in an attempt to determine the in vivo dynamic 
material properties of the spinal cord in mongrel dogs. This study was 
divided into two parts: 

(i) Determine the transducing system and the associated electro- 
mechanical equipment required to induce and monitor the wave propagation 
characteristics of the spinal cord. 

(ii) Establish the surgical procedure for the dogs as well as 
determining what additional surgical tools, equipment and accessories 
were necessary for the successful completion of the project. 

Mechanical Wave Transmission in Thin Latex Tubing 

To determine whether induced sinusoidal pressure waves on the 
spinal cord can be successfully monitored with pressure transducers 
pressed against the outer wall of  the cord, initial experiments were 
performed on commercially available thin-walled penrose surgical drainage 
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tubing (No. 912D3, Davol, Inc . ,  Providence, %ode I s l and) .  This tubing 
was made of amber l a t e x  rubber with a diameter of  + inch and wall th ick-  
ness  t o  r ad ius  r a t i o  of 0.05. On e i t h e r  s i d e  of  t h e  tubing,  long rubber 
tubes were at tached and f i l l e d  with water maintained a t  a small hydro- 
s ta t ic  pressure  with a r e s e r v o i r  on one end of t h e  tube.  A long alumi- 
num rod (1/8 in .  d i a . )  was mounted on an electromagnet ic  (EM) shaker 
(Ling Elec t ronics  Model 203), which was dr iven by a s i n e  wave generator  
connected t o  an audio ampl i f ie r  (Dynakit Mark 111) .  Two micro-pressure 
t ransducers  (Kuli te  Model CQL-080-4) mounted on 1/4 i n .  diameter probes 
were clamped t o  magnetic s tands  and t h e  s i g n a l s  from t h e  pressure  t r ans -  
ducers were monitored on a dual channel s torage  osc i l loscope  (Tektronix 
Model 5103N) through t h e  appropr ia te  s igna l  condi t ioning and ampl i f ie r  
system (Astrodata Model 889). The t ransducers  were placed 5 cm. apa r t  
from each o the r  and l i g h t l y  pressed aga ins t  t h e  penrose tubing. Pres- 
sure  waves were induced on t h e  tube  with t h e  EM shaker ,  
picked up were s to red  i n  t h e  osc i l loscope  and photographed using a 
Polaroid Camera mounted on t h e  scope. Figures 1 and 2 show some t y p i c a l  
r e s u l t s  with s i g n a l s  from top  t o  bottom represent ing  t h e  input  s igna l ,  
t h e  s i g n a l s  from first  and second pressure  t ransducers  r e spec t ive ly ,  ob- 
t a ined  a t  a frequency of 100 Hz. 
var ied  from 80-120 Hz and we obtained e s s e n t i a l l y  undis tor ted  s inusoida l  
waves. 
up by t h e  two t ransducers  without purchasing a tone b u r s t  generator ,  t h e  
d i s t ance  between t h e  t ransducers  were va r i ed  from 5 t o  15 cm. and t h e  
s i g n a l s  recorded a t  t h e  same frequency. The t i m e  taken between a r e -  
ference peak of t h e  s igna l  from t h e  first t ransducer  and t h e  next t h r e e  
consecutive peaks from t h e  second t ransducer  s i g n a l  were recorded and 
t h e  corresponding wave speeds computed. 

The s i g n a l s  

The frequency of t h e  s i g n a l s  were 

To determine t h e  wave speed from t h e  continuous s i g n a l s  picked 

For a given f ixed  d i s t ance  

C 

Figure 1. Pressure waves i n  water f i l l e d  thin-walled l a t e x  rubber tube.  
a)  input s igna l ;  b) s igna l  from t h e  f irst  t ransducer;  c)  s ig -  
na l  from t h e  second t ransducer .  Distance between t h e  t r ans -  
ducers = 5 cm. Frequency = 100 Hz. 

4 



.. 

-a 

. b  

C 

Figure 2 .  Pressure waves i n  water f i l l e d  thin-walled la tex  rubber tube. 
a) input s ignal ;  b) signal from the first transducer; c) s ig-  
nal from the second transducer. Distance between the t rans-  
ducers = 15 cm. Frequency = 100 Hz. 

between the  transducers, there  was only one consistent value f o r  the wave 
speed and t h i s  value i s  chosen as the  correct wave speed. 
o f  water f i l l e d  penrose rubber tube, the wave speed obtained was 10 m/sec 
and the  value of the Young's modulus computed by the use of Moens-Korteweg 
relat ionship,  i . e . ,  equation ( l ) ,  yielded a value of 4.0 x l o 7  dynes/cm2. 
This value i s  i n  excellent agreement with tha t  c i ted  i n  Burton (1971). 

For  the  case 

, 

The above experiment was repeated by replacing the water with 3% 
ge la t in  mix i n  the tube. The tube was refr igerated fo r  1 2  hrs .  so tha t  
the ge la t in  was frozen. 
propert ies  as t h a t  of brain material ,  based on the previous work of our 
laboratory. 
Figure 3.  This experiment was performed a t  a frequency of  120 Hz with 
the two transducers placed 10 cm. apar t  and a wave speed of 9.09 m/sec 
was obtained. Various tests with ge la t in  resul ted i n  the wave speed of 
the order of 10 m/sec and the r e su l t s  seem t o  indicate  t h a t  with e i the r  
water o r  ge l a t in  i n  the tube, the speed of wave propagation tends t o  agree 
with the Moens-Korteweg relat ionship.  
be applicable f o r  the spinal cord which consis ts  of the dura mater sheath 
containing the cerebrospinal f l u i d  i n  the  outer layer and the brain ma- 
ter ia l  i n  the core. 

This ge la t in  mix has been shown t o  have s imilar  

A typical  r e s u l t  of the experiment with ge la t in  i s  shown i n  

This re la t ion  was hypothesized t o  

In Vivo Experiments on Dogs 

Three dogs were used on the  f e a s i b i l i t y  study with improvements 
i n  the  experimental technique with each consecutive t r i a l .  
dog was used t o  es tab l i sh  the  surgical procedure as  well as  t o  determine 
what additional surgical  instruments and other equipment were necessary 

The first 
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Figure 3 .  'Pressure waves i n  thin-walled l a t e x  rubber tube containing 
g e l a t i n .  a) input  s igna l ;  b) s igna l  from t h e  f irst  t r ans -  
ducer; c) s i g n a l  from t h e  second t ransducer .  Distance be- 
tween t h e  t ransducers  = 10 cm. Frequency = 100 Hz .  

A medium s i zed  mongrel dog was s u i t a b l y  anesthe- f o r  t h e  experiment. 
t i z e d  (1 cc d i abu ta l /5  l b  weight of t h e  dog) and prepared f o r  surgery.  
A po r t ion  of t h e  sp ina l  cord was exposed i n  t h e  tho rac i c  region through 
a p o s t e r i o r  approach. 
a s tandard orthopaedic su rg ica l  procedure. 
periments on t h e  penrose tube were successfu l ly  completed, surgery was 
performed on another dog i n  t h e  s i m i l a r  manner. 
pressed aga ins t  t h e  cord t o  induce t h e  s inusoida l  waves and t h e  two 
t ransducers  were he ld  by hand t o  d e t e c t  t h e  wave motion. 
v i b r a t o r  was pressed aga ins t  t h e  cord, t h e r e  was a r e f l e x  j e r k  on t h e  
p a r t  o,f t h e  animal and t h i s  prevented us from obta in ing  any signal from 
t h e  t ransducers .  Moreover, t h i s  j e rk ing  motion damaged t h e  s i l i c o n  d ia -  
phragm of t h e  pressure  t ransducers .  This d i f f i c u l t  was overcome i n  t h e  

before  t h e  experiment was t o  begin,  Xylocaine el iminated t h e  s p i n a l  r e -  
f l e x  and hence, s i g n a l s  could be picked up on t h e  t ransducers  without 
any d i f f i c u l t y .  The Kul i te  t ransducers  were replaced by Entran t r ans -  
ducers (Model EPA-125E-5), which possessed a s t a i n l e s s  s t e e l  diaphragm 
more s u i t a b l e  f o r  t h i s  app l i ca t ion .  The exposed s p i n a l  cord of  t h e  dog 
with t h e  shaker and t ransducers  he ld  by hand are shown i n  Figures 4 and 
5, and t y p i c a l  s i g n a l s  obtained i n  t h e  scope a r e  shown i n  Figures 6 and 
7 .  Thus, t h e  f e a s i b i l i t y  of ob ta in ing  measurements through wave propa- 
ga t ion  c h a r a c t e r i s t i c s  on t h e  s p i n a l  cord of t h e  dog i n  vivo have been 
e s t ab l i shed .  
t a l  procedure i n  terms of t h e  pressure  wave t ransmission,  a tone b u r s t  
generator  was purchased (General Radio Model 1396B) and t h e  experiments 
on t h e  l a t e x  rubber tube were repeated.  Figures 8 and 9 show t h e  input  
s i g n a l  as well  a s  t h e  s igna l  from t h e  f irst  and second t ransducers  when 

The process was very s i m i l a r  t o  a laminectomy, 
After t h e  mechanical ex- 

The v i b r a t o r  probe was 

A s  soon as t h e  

t h i r d  dog by a l o c a l  i n j e c t i o n  of 1 c c  of  Xylocain (45 on t h e  cord j u s t  

Af t e r  confirming t h e  f e a s i b i l i t y  of t h e  i n  vivo experimen- 
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Figure 4 .  Surgica l ly  exposed p a r t  of t h e  sp ina l  cord o f  a dog. 

Figure 5. Pressure t ransducers  and t h e  v i b r a t o r  probe shown along with 
t h e  exposed sp ina l  cord.  
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Figure 6. Pressure waves i n  t h e  sp ina l  cord of  a dog. a)  input  s igna l ;  

Distance between t h e  t ransducers  = approximately 
b) s igna l  from t h e  f irst  t ransducer;  c)  s igna l  from t h e  second 
t ransducer .  
2 .5  cm. Frequency = 100 Hz. 

a 

Figure 7: Pressure waves i n  t h e  sp ina l  cord o f  a dog. a )  input  s igna l ;  

Distance between t h e  t ransducers  = approximately 
b) s igna l  from the  f i r s t  t ransducer;  c)  s igna l  from t h e  second 
t ransducer .  
2 . 5  cm. Frequency = 100 Hz.  
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Figure 8. Single  wave t ransmi t ted  i n  .water - f i l l e d  thin-walled l a t e x  
rubber tube.  a)  input  s igna l ;  b) s igna l  from t h e  f i rs t  
t ransducer;  c)  s igna l  from t h e  second t ransducer .  Distance 
between t h e  t ransducers  = 5 cm. Frequency = 100 Hz .  Cal- 
cu la ted  wave speed = 10 m/sec. 

L 

, 
, i  - 

Figure 9 .  Three wave b u r s t  t ransmi t ted  i n  water f i l l e d  thin-walled 
l a t e x  rubber tube.  a) input  s igna l ;  b) s igna l  from t h e  
f irst  t ransducer;  c )  s igna l  from t h e  second t ransducer .  
Distance between t h e  t ransducers  = 5 cm. 
100 H z .  Calculated wave speed = 10 m/sec. 

Frequency = 
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a single sine wave,and a burst of 3 sine waves were used from the tone 
burst generator. 
ments confirmed the value measured previously by the continuous wave 
experiments. 
lowing the passage of each wave at the location 0s the transducers. 
When the 3 wave train was used, it is evident from Figure 9 that the re 
flections from the junctions as well as thk damping distort the signals 
picked up by the transducers; but, the peak of the first wave is well 
defined in the signals from both the transducers and hence, the wave 
velocity can be measured with reasonable accuracy. 

The wave velocity measured from these sets of experi- 

The tone burst generator proved to be invaluable in fol- 

In performing the experiments on dogs, it was learned that a 
stand should be built to hold the vibrator and thk transducers, such 
that the variations due to manual positioning be eliminated. The in 
- vivo dog experiments were not repeated at this time with the tone burst 
generator because the ensemble of experiments given above represented 
the complete success of our feasibility study. 

1 

, 

Strain Gage Studies 

To determine the feasibility of using strain gages to track the 
axial and torsional waves, the pressure wave experiments were repeated 
by replacing strain gages (Micro-fdeasurement Model EA-06-125AD-120) for 
the pressure transducers. Using a strain gage mounting kit, strain 
gages were carefully mounted on the latex rubber tubing and the experi- 
ments repeated. 
and even after suitable amplification, the signal to noise ratio was 
too low for any reasonable data acquisition. 
applicability of the strain gages on wave measurements in rubber tubing 
(and on the dura mater) are believed to be due to the fact that the 
tubing and the cord has a large compliance compared to the strain gage. 
The research engineers at the Micro-Measurements Company also agreed 
with u s .  
strain gages on flexible tubing will also stiffen the tubing and hence, 
change the wave transmission characteristics. This fact was further 
confirmed when we repeated the measurements with the pressure transdu- 
cers on the rubber tubing mounted with strain gages. 
velocity measurements differed from the previously obtained values. 
Hence, to successfully measure the axial and torsional wave velocity 
values, two Physitech Electro-optical trackers will be necessary. These 
trackers were used by Moritz and Anliker (1974) to measure the axial and 
torsional waves in arteries. The principle of operation for these trac- 
kers is to measure optically the motion of a geometrical discontinuity, 
e.g., a black and white interface, present or attached to the tissue, 
Two such trackers are necessary for the two locations where the motions 
are desired. Operation of these instruments in an alternating sweep 
mode will allow for the simultaneous recording of axial and circumferen- 
tial displacements of each target for the frequency range of interest. 

Very poor signals were picked up by the strain gages, 

The reason for the non- 

(A copy of the letter is available). Moreover, mounting the 

The resulting wave 
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